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Room:
Number Room: Name

Equip.
No. Description Count

9

VC 3A-163 STAFF LOUNGE 004 Dishwasher 1

VV 3A-163 STAFF LOUNGE 005 Coffee Maker 1

VV 3A-163 STAFF LOUNGE 006 Microwave Oven 1

CC 3A-163 STAFF LOUNGE 007 Side by Side Refrigerator 1

CC 010 Ceiling Curtain Track 3

VV 013 Dispenser, Glove, Triple Box 3
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VV 023 Mobile Stool 3
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VV 101 Exam Table 3
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VV 103 Portable Examining Light 3

VV 104 Basket, Waste 3

CC 3B-115 WAITING 112 CPU HOLDER 1

CC 3B-115 WAITING 113 MONITOR ARM 1

CC 3B-115 WAITING 114 CPU 1

042
TYP. EXAM ROOM - NORTH

4'2' 8' 044
TYP. EXAM ROOM - WEST

4'2' 8'

052
TYP. EXAM ROOM - SOUTH

4'2' 8' 054
TYP. EXAM ROOM - EAST

4'2' 8'

024
RECEPTION AREA

4'2' 8'

14STAFF LOUNGE PERSPECTIVE

SHEET NOTES:

1. SEE SHEET A10.04 FOR
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"FURNISHED/INSTALLED" KEY:
CC = CONTRACTOR FURNISHED & INSTALLED
VC = VA FURNISHED, CONTRACTOR INSTALLED
VV = VA FURNISHED & INSTALLED
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NURSE/SURGICAL SUPPORT BOOM:
VACUUM (2), OXYGEN (1), CARBON DIOXIDE (2),
NITROGEN (1), NITROGEN REGULATOR (1),
SMOKE EVAC (1), EMERGENCY POWER (12),
DATA (2), VIDEO (2)

SURGICAL LIGHT MOUNT, TYP OR.
EACH LIGHT MOUNT TO HAVE ONE (1) LIGHT
HEAD, ONE (1) MONITOR ARM FITTED WITH
EITHER TWO (2) 535MM DIAGONAL OR ONE (1)
815MM DIAGONAL CAPABLE OF SUPPORTING
AT LEAST ONE (1) ADDITIONAL LIGHT, VIDEO
CAMERA, OR OTHER DEVICE

MODULAR / INTEGRATED CEILING SYSTEM
INCORPORATING GENERAL ROOM LIGHTING
(SHOWN ARE 610MM X 1220MM LIGHTS) AND
SUPPLY AIR DIFFUSERS.
DIFFUSERS SHOWN PROVIDE RECOMMENDED 10SM
OF LOW TURBULANCE AIR OVER SURGICAL FIELD
IN A LAMINAR FLOW DIRECTIONAL MODEL
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EACH LIGHT MOUNT TO HAVE ONE (1) LIGHT
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4150 Clement Street

GENERAL O.R.#8 DETAIL PLANS

& ELEVATIONS

FINAL BID

DOCUMENTS

026
DETAIL FLOOR PLAN - GENERAL O.R.#8

4'2' 8'
020
REFLECTED CEILING PLAN - GENERAL O.R.#8

4'2' 8'

037
O.R.#8 - VIEW NORTH

4'2' 8'034
O.R.#8 - VIEW EAST

4'2' 8'

047
O.R.#8 - VIEW SOUTH

4'2' 8'044
O.R.#8 - VIEW WEST

4'2' 8'

057
SCRUB ALCOVE O.R.#8 - NORTH

4'2' 8'054
SCRUB ALCOVE O.R.#8 - WEST

4'2' 8'

N.T.S.14
INTERIOR VIEW GENERAL
O.R.#8

032
SOILED UTILITY - VIEW EAST

4'2' 8'030
SOILED UTILITY - VIEW WEST

4'2' 8'

EQUIPMENT SCHEDULE - OR#8

Furnished
/Installed Room: Name

Equip.
No. Description Count

VV GENERAL O.R. #8 011 Cart, Case, Medium (40-49in wide) 1

VV GENERAL O.R. #8 012 Anesthesia Machine w/ GE Monitoring and PICIS Charting
Workstation

1

VV GENERAL O.R. #8 013 Dispenser, Glove, Triple Box 2

VV GENERAL O.R. #8 014 Disposal, Sharps, Wall Mount 2

VC GENERAL O.R. #8 016 Cart, Anesthesia, 6-drawer 1

VV GENERAL O.R. #8 017 Hamper, Linen 6

VV GENERAL O.R. #8 022 Whiteboard, 36"x 36" 1

VC GENERAL O.R. #8 026 Computer Workstation on Wheels 1

VC GENERAL O.R. #8 030 Large Monitor, 42" 3

CC GENERAL O.R. #8 035 O.R. Light Controls 1

CC GENERAL O.R. #8 037 Digital Elapsed Time Clock 1

VV GENERAL O.R. #8 038 Wall Mounted Telephone 1

VV GENERAL O.R. #8 041 Bucket, Kick 2

VC GENERAL O.R. #8 060 Dispenser, Supply, Host 1

VC GENERAL O.R. #8 065 AUR7 Surgical Light - One Head 2

VC GENERAL O.R. #8 066 EQ_Boom_Equipment_Dual Arm(maquet)_C-152894 1

VC GENERAL O.R. #8 067 EQ_Boom, Anesthesia(MAQUET)_6400-000 1

VV GENERAL O.R. #8 071 Stand, Basin, Single 1

VV GENERAL O.R. #8 072 Disposal, Sharps, Floor Cart 2

VV GENERAL O.R. #8 073 Stand, IV, Stainless Steel 2

VV GENERAL O.R. #8 074 Warmer, Fluid/Blood, Portable 1

VV GENERAL O.R. #8 075 Table, Utility, General Purpose 4

VV GENERAL O.R. #8 076 Table, Instrument, 72 inch 1

VC GENERAL O.R. #8 077 EQ_Electrosurgical Unit_Bipolar_4824-012 1

VC GENERAL O.R. #8 078 EQ_Camera_Headlight System_6199-002 1

VV GENERAL O.R. #8 079 EQ_Stand_Mayo_Foot-Operated_6260-004 2

VV GENERAL O.R. #8 084 Bracket, Patient Transfer Device 1

VV GENERAL O.R. #8 085 Stool, Step 2

VV GENERAL O.R. #8 086 Stool, Step, Stackable 2

VC GENERAL O.R. #8 087 EQ_Monitor_Physiologic_Anesthesia_4794-041 1

VC GENERAL O.R. #8 088 Oximeter, Cerebral 1

VC GENERAL O.R. #8 089 Headlight, w/Light Source 1

SHEET NOTES:

1. SEE SHEET A10.11 FOR
BACKING PLATE DETAILS

EQUIPMENT SCHEDULE - SOILED UTILITY

Furnished
/Installed Room: Name

Equip.
No. Description Count

VC SOILED UTILITY 046 Neptune Waste Docking/Flushing System #1 1

VC SOILED UTILITY 047 Neptune Waste Docking/Flushing System #2 1

CC SOILED UTILITY 081 Wall Mounted Paper Towel Dispenser 1

VV SOILED UTILITY 082 Wall Mounted Soap Dispenser 2

"FURNISHED/INSTALLED" KEY:
CC = CONTRACTOR FURNISHED & INSTALLED
VC = VA FURNISHED, CONTRACTOR INSTALLED
VV = VA FURNISHED & INSTALLED

shauna
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ROBOT
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F
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F.2
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3.7 3.9 4.4

ROBOTICS OPERATING
ROOM #9

SCRUB
ALCOVE

DIMMABLE GREEN TINTED
DOWN LIGHT

NURSE/SURGICAL SUPPORT BOOM:
VACUUM (2), OXYGEN (1), CARBON DIOXIDE (2),
NITROGEN (1), NITROGEN REGULATOR (1),
SMOKE EVAC (1), EMERGENCY POWER (12),
DATA (2), VIDEO (2)

SURGICAL LIGHT MOUNT, TYP OR.
EACH LIGHT MOUNT TO HAVE ONE (1) LIGHT
HEAD, ONE (1) MONITOR ARM FITTED WITH
EITHER TWO (2) 535MM DIAGONAL OR ONE (1)
815MM DIAGONAL CAPABLE OF SUPPORTING
AT LEAST ONE (1) ADDITIONAL LIGHT, VIDEO
CAMERA, OR OTHER DEVICE

MODULAR / INTEGRATED CEILING SYSTEM
INCORPORATING GENERAL ROOM LIGHTING
(SHOWN ARE 610MM X 1220MM LIGHTS) AND
SUPPLY AIR DIFFUSERS.
DIFFUSERS SHOWN PROVIDE RECOMMENDED
10 SM OF LOW TURBULANCE AIR OVER SURGICAL
FIELD IN A LAMINAR FLOW DIRECTIONAL MODEL.

SURGICAL LIGHT MOUNT, TYP OR.
EACH LIGHT MOUNT TO HAVE ONE (1) LIGHT

HEAD, ONE (1) MONITOR ARM FITTED WITH
EITHER TWO (2) 535MM DIAGONAL OR ONE (1)
815MM DIAGONAL CAPABLE OF SUPPORTING
AT LEAST ONE (1) ADDITIONAL LIGHT, VIDEO

CAMERA, OR OTHER DEVICE

ANESTHESIA BOOM:
MEDICAL AIR (1), VACUUM (3), OXYGEN (2),

NITROUS OXIDE (1), WAGD (1), EMERGENCY
POWER (12), DATA (2), VIDEO, TELEPHONE
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ROBOTICS O.R.#9 DETAIL PLANS

& ELEVATIONS

FINAL BID

DOCUMENTS

027
DETAIL FLOOR PLAN - ROBOTICS O.R.#9

4'2' 8'

020
REFLECTED CEILING PLAN -ROBOTICS O.R.#9

4'2' 8'

N.T.S.14
INTERIOR VIEW ROBOTICS
O.R.#9

037
O.R.#9 - VIEW NORTH

4'2' 8'034
O.R.#9 - VIEW EAST

4'2' 8'

047
O.R.#9 - VIEW SOUTH

4'2' 8'

044
O.R.#9 - VIEW WEST

4'2' 8'

057
SCRUB ALCOVE O.R.9 - NORTH

4'2' 8'055
SCRUB ALCOVE O.R.9 - EAST

4'2' 8'

EQUIPMENT SCHEDULE - OR#9

Furnished
/Installed Room: Name

Equip.
No. Description Count

VV ROBOTICS O.R. #9 011 Cart, Case, Medium (40-49in wide) 1

VV ROBOTICS O.R. #9 012 Anesthesia Machine w/ GE Monitoring and PICIS Charting
Workstation

1

VV ROBOTICS O.R. #9 013 Dispenser, Glove, Triple Box 2

VV ROBOTICS O.R. #9 014 Disposal, Sharps, Wall Mount 2

VC ROBOTICS O.R. #9 016 Cart, Anesthesia, 6-drawer 1

VV ROBOTICS O.R. #9 017 Hamper, Linen 6

VV ROBOTICS O.R. #9 022 Whiteboard, 36"x 36" 1

VV ROBOTICS O.R. #9 023 Mobile Stool 1

VC ROBOTICS O.R. #9 026 Computer Workstation on Wheels 1

VC ROBOTICS O.R. #9 030 Large Monitor, 42" 3

CC ROBOTICS O.R. #9 035 O.R. Light Controls 1

CC ROBOTICS O.R. #9 037 Digital Elapsed Time Clock 1

VV ROBOTICS O.R. #9 038 Wall Mounted Telephone 1

VV ROBOTICS O.R. #9 041 Bucket, Kick 2

VV ROBOTICS O.R. #9 049 Wall Mounted Clock 1

VC ROBOTICS O.R. #9 060 Dispenser, Supply, Host 1

VC ROBOTICS O.R. #9 065 AUR7 Surgical Light - One Head 2

VC ROBOTICS O.R. #9 066 EQ_Boom_Equipment_Dual Arm(maquet)_C-152894 1

VC ROBOTICS O.R. #9 067 EQ_Boom, Anesthesia(MAQUET)_6400-000 1

VV ROBOTICS O.R. #9 071 Stand, Basin, Single 1

VV ROBOTICS O.R. #9 072 Disposal, Sharps, Floor Cart 1

VV ROBOTICS O.R. #9 073 Stand, IV, Stainless Steel 2

VV ROBOTICS O.R. #9 074 Warmer, Fluid/Blood, Portable 2

VV ROBOTICS O.R. #9 075 Table, Utility, General Purpose 4

VV ROBOTICS O.R. #9 076 Table, Instrument, 72 inch 1

VC ROBOTICS O.R. #9 077 EQ_Electrosurgical Unit_Bipolar_4824-012 1

VC ROBOTICS O.R. #9 078 EQ_Camera_Headlight System_6199-002 1

VV ROBOTICS O.R. #9 079 EQ_Stand_Mayo_Foot-Operated_6260-004 3

VV ROBOTICS O.R. #9 085 Stool, Step 2

VV ROBOTICS O.R. #9 086 Stool, Step, Stackable 2

VC ROBOTICS O.R. #9 088 Oximeter, Cerebral 1

VC ROBOTICS O.R. #9 089 Headlight, w/Light Source 1

VC ROBOTICS O.R. #9 091 Vision System Power Cart, da Vinci 1

VC ROBOTICS O.R. #9 092 Surgeon Control Console #1, da Vinci 1

VC ROBOTICS O.R. #9 093 Robotic Instrument, da Vinci 1

VC ROBOTICS O.R. #9 094 EQ_Slush Maker_Saline_4339-003 1

VC ROBOTICS O.R. #9 095 Defibrillator Heartstart MRX, Monitor, w/Pacemaker 1

VV ROBOTICS O.R. #9 096 Table, Instrument, 48 in 1

"FURNISHED/INSTALLED" KEY:
CC = CONTRACTOR FURNISHED & INSTALLED
VC = VA FURNISHED, CONTRACTOR INSTALLED
VV = VA FURNISHED & INSTALLED

SHEET NOTES:

1. SEE SHEET A10.11 FOR
BACKING PLATE DETAILS

SEISMIC JOINT COVER (TYP.)
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FUTURE HYBRID O.R. DETAIL

PLANS & ELEVATIONS

FINAL BID

DOCUMENTS

036
DETAIL FLOOR PLAN - FUTURE HYBRID O.R.

4'2' 8'

N.T.S.20
INTERIOR VIEW FUTURE
HYBRID O.R.

048
FUTURE HYBRID O.R. - VIEW NORTH

4'2' 8'045
FUTURE HYBRID O.R. - VIEW EAST

4'2' 8'043
FUTURE HYBRID O.R. - VIEW SOUTH

4'2' 8'

058
FUTURE HYBRID O.R. - VIEW WEST

4'2' 8'056
FUTURE HYBRID O.R. - VIEW SOUTHWEST

4'2' 8'054
FUTURE HYBRID O.R. - VIEW NORTHWEST

4'2' 8'

033
REFLECTED CEILING PLAN - FUTURE HYBRID O.R.

4'2' 8'

040
SCRUB ALCOVE O.R. - EAST

4'2' 8'

052
SCRUB ALCOVE O.R. - NORTH

4'2' 8'

041
STRUCTURAL - SCRUB ALCOVE O.R. - EAST

4'2' 8'

050
SCRUB ALCOVE O.R. - SOUTH

4'2' 8'

SEISMIC JOINT COVER (TYP.)SEISMIC JOINT COVER (TYP.)
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PACU DETAIL PLANS &

ELEVATIONS

FINAL BID

DOCUMENTS
055
DETAIL FLOOR PLAN - PACU STATIONS

4'2' 8'

N.T.S.14PACU STATION - VIEW

044
PACU STATIONS - NORTH

4'2' 8'

050
PACU STATIONS - WEST

4'2' 8'

042
PACU STATIONS - EAST

4'2' 8'

023
PACU MEDS - NORTH

4'2' 8'

KEY PLAN

B-203

B-200

D-WING

024
PACU NURSE STATION - NORTH

4'2' 8'

034
PACU NURSE STATION - WEST

4'2' 8'
033
PACU NURSE STATION - EAST

4'2' 8'

N.T.S.12
PACU NURSE STATION
PERSPECTIVE

GYP BOARD
KNEEWALL

EQUIPMENT SCHEDULE - PACU

Furnished
/Installed

Room:
Number Room: Name

Equip.
No. Description Count

VV 3C-7 CLEAN SUPPLY 002 RTLS Cabinet 6

VV 3C-7 CLEAN SUPPLY 003 Supply Cart, 24"x 48" 1

CC GURNEY 001 Patient Lift System 6

VV GURNEY 008 Mobile I.V. Stand 13

VV GURNEY 009 Cubicle Curtain 3

CC GURNEY 010 Ceiling Curtain Track 3

VV GURNEY 044 Wall Mounted Monitor w/track 13

VV GURNEY 050 Stretcher 13

VV GURNEY 080 Overbed Table 13

VV GURNEY 090 Sphygmomanometer 13

CC GURNEY 097 Double Tier Headwall 13

VV GURNEY 098 LCD Terminal 13

CC GURNEY 099 Wall Mounted Terminal Bracket 13

VV 3C-9 MEDS 014 Disposal, Sharps, Wall Mount 1

CC 3C-9 MEDS 081 Wall Mounted Paper Towel Dispenser 1

VV 3C-9 MEDS 082 Wall Mounted Soap Dispenser 1

VV 3C-1B PACU NURSE
STATION

002 RTLS Cabinet 1

"FURNISHED/INSTALLED" KEY:
CC = CONTRACTOR FURNISHED & INSTALLED
VC = VA FURNISHED, CONTRACTOR INSTALLED
VV = VA FURNISHED & INSTALLED

N.T.S.10
MEDICATION ROOM
PERSPECTIVE
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ASU DETAIL PLANS &

ELEVATIONS

FINAL BID

DOCUMENTS056
DETAIL FLOOR PLAN - ASU PRE OP STATIONS

4'2' 8'055
REFLECTED CEILING PLAN - 3RD FLOOR B200 - ASU
PRE OP

4'2' 8'51
ASU PRE-OP STATION - GURNEY #9
- VIEW

030
ASU PRE-OP HEADWALL

4'2' 8'

KEY PLAN

B-203

B-200

D-WING

EQUIPMENT SCHEDULE - ASU PRE OP

Furnished
/Installed

Room:
Number Room: Name

Equip.
No. Description Count

CC GURNEY 001 Patient Lift System 3

VV GURNEY 008 Mobile I.V. Stand 3

CC GURNEY 009 Cubicle Curtain 3

CC GURNEY 010 Ceiling Curtain Track 3

VV GURNEY 044 Wall Mounted Monitor w/track 3

VV GURNEY 050 Stretcher 3

VV GURNEY 080 Overbed Table 3

VV GURNEY 090 Sphygmomanometer 3

CC GURNEY 097 Double Tier Headwall 3

VV GURNEY 098 LCD Terminal 3

CC GURNEY 099 Wall Mounted Terminal Bracket 3

001
EQUIPMENT STORAGE (3A-111) - NORTH

4'2' 8'

010
EQUIPMENT STORAGE (3A-111) - SOUTH

4'2' 8'

003
EQUIPMENT STORAGE (3A-111) - EAST

4'2' 8'

013
EQUIPMENT STORAGE (3A-111) - WEST

4'2' 8'

EMERGENCY
DOUBLE DUPLEX
RECEPTACLE

DIMMER

"FURNISHED/INSTALLED" KEY:
CC = CONTRACTOR FURNISHED & INSTALLED
VC = VA FURNISHED, CONTRACTOR INSTALLED
VV = VA FURNISHED & INSTALLED
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CEILING PLAN - 3RD FLOOR

B200 - OR EXPANSION

FINAL BID

DOCUMENTS

KEY PLAN

B-203

B-200

D-WING
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PACU DETAIL REFLECTED

CEILING PLAN
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DOCUMENTS01
REFLECTED CEILING PLAN - 3RD FLOOR B200 - PACU
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